A two-piece radiation therapy surface mold.
A two-piece surface mold was designed that can facilitate the use of radium sources upon radiosensitive lesions of the palate. The prosthesis was designed to provide the necessary field dosage to the lesion as designated by the radiotherapist and to protect the normal tissue.